A case of adjustable pressure-limiting (APL) valve failure.
The adjustable pressure-limiting (APL) valve controls airway pressure during manual ventilation. Failure of the APL valve during induction of anesthesia may occur, and the anesthesiologist must be aware of solutions for this occurrence.